iStent device and 35 were implanted with the iStent inject device. The two groups of patients had similar baseline characteristics, with the exception of mean age and medication burden (both higher in patients receiving the iStent inject device); over 90% of eyes in both groups had early glaucoma. At 6 months after surgery, mean IOP had fallen from 16.5 ± 3.9 to 13.9 ± 2.3 mmHg in eyes with the iStent implant (p \ 0.001), and from 17.3 ± 3.0 to 12.7 ± 1.8 mmHg in those with the iStent inject implant (p \ 0.001). This reduction was significantly greater in the iStent inject eyes than in the iStent eyes (26.6 vs. 15.8%) (p = 0.005). Significantly more eyes receiving the iStent inject device compared to the iStent device achieved an IOP of \ 18 mmHg at 6 months post surgery (100 vs. 86.8%) (p = 0.033). Average medication usage was reduced from 1.8 to 0.4 medications in iStent eyes (p \ 0.001) and from 2.3 to 0.4 medications in iStent inject eyes (p \ 0.001). Over 70% of eyes in both groups became medication-free by 6 months post implantation. Adverse events in iStent eyes were mild and resulted in no sequelae; two iStent eyes underwent non-penetrating deep sclerectomy during follow-up. No complications or secondary surgeries were noted in iStent inject eyes. All eyes in both groups maintained or showed improved BCVA versus baseline. Conclusion: Significant and safe IOP and medication reductions were observed after iStent or iStent inject implantation with concomitant
INTRODUCTION
The permanent optic nerve damage associated with glaucoma makes it the leading cause of irreversible blindness worldwide. All existing therapies, both medical and surgical, aim to lower intraocular pressure (IOP), which remains the primary risk factor linked to glaucoma progression and visual field decline. Indeed, considerable data support the strong relationship between reduced IOP and reduced glaucoma progression and vision loss [1] [2] [3] [4] ; this was quantified in the landmark Early Manifest Glaucoma Trial (EMGT) to be approximately 10% decreased risk of glaucoma progression per every 1 mmHg IOP reduction [1] .
Historically, the glaucoma treatment landscape has consisted of medications and/or laser trabeculoplasty as initial treatment, while incisional filtering surgeries, such as trabeculectomy, non-penetrating deep sclerectomy, and tube implants, have rounded out the more invasive end of the treatment spectrum [5] . The effectiveness of medications may be limited by local and systemic side effects, poor adherence rates, difficulty with instillation, complex dosing regimens, and ocular surface hypersensitivities [6] [7] [8] [9] [10] , while the utility of laser trabeculoplasty is curbed by its waning treatment effect over time [11] . Filtering surgeries yield considerable IOP reduction, but carry risks that include hypotony, infection, bleb-related complications, and/or choroidal detachment [12] [13] [14] . Over the past two decades, micro-invasive glaucoma surgery (MIGS) has gained an increasing role in glaucoma treatment, and it may be particularly useful in patients whose disease lies between the aforementioned two extremes on the treatment spectrum.
A substantial body of peer-reviewed evidence has been amassed on the iStent implant (Glaukos Corp., San Clemente, CA, USA), which is the first MIGS device to be approved by the U.S. Food and Drug Administration, and its more recent iteration, the iStent inject implant (Glaukos Corp.) . These studies have demonstrated sizable, durable reductions in IOP and medication burden, combined with favorable safety. Results have been achieved in a variety of clinical settings, including with and without cataract surgery, in mild to severe glaucoma, in primary open-angle glaucoma as well as pseudoexfoliative glaucoma and ocular hypertension, in controlled clinical trials and single-surgeon case series, in comparative and non-comparative studies, and in evaluations of single or multiple stents.
Either the iStent (containing one stent) or iStent inject (containing two stents, each with the newer design) devices ( Fig. 1) were implanted in the eyes included in the present study. Both devices are designed to decrease IOP by creating a patent pathway for aqueous humor to exit the anterior chamber through the Fig. 1 The iStentÒ and iStentÒ inject trabecular microbypass stents, with relative dimensions trabecular meshwork into Schlemm's canal. The inclusion of both devices in the cohort allowed us to compare not only one versus two stents, but more importantly to assess the additional benefit of the iStent inject device itself. Such additional benefit may emerge due to the presence of four lateral outlet lumens per stent to allow aqueous fluid to exit from the anterior chamber, potentially maximizing the number of clock-hours of outflow, and also due to the device's greater procedural efficiency, which eases the learning curve for surgeons and conceivably results in more straightforward, complication-free implantation.
The rationale behind the use of multiple versus single stents evolved from preclinical and laboratory studies to clinical trials and singlesurgeon case series. Laboratory investigations by Hunter et al. [44] and Bahler et al. [45, 46] , for example, and supportive biomechanical models by Johnstone et al. [47] , have demonstrated decreased outflow resistance and reduced IOP after single and double stent placement. In these studies, the bulk of IOP and resistance reduction was achieved after the first stent, with incremental benefit achieved with additional stent placement.
Clinical studies have mirrored these preclinical findings. A prospective randomized trial by Katz et al. [33] compared one, two, and three iStents in a standalone procedure (i.e., without concomitant cataract surgery), and Belovay et al. [39] and El Wardani et al. [40] evaluated two or three iStents during cataract surgery. The results of these three studies confirmed that most IOP reduction is owed to the first stent and that each additional stent yields further IOP and medication reduction.
The present study represents a natural evolution from these prior investigations, with side-by-side outcomes of both the iStent and iStent inject devices in a clinical setting. In this study we assessed the safety and effectiveness outcomes during 6 months following the implantation of either the iStent or iStent inject device in combination with cataract surgery in eyes with mild to moderate open-angle glaucoma. To our knowledge, this is the first study with head-to-head data on the two devices, as observed in a real-world setting in the hands of a single surgeon at a single site.
METHODS
In this longitudinal retrospective study, we evaluated all consecutive eyes implanted with either the iStent or iStent inject device with concomitant cataract surgery from June 2017 to April 2018. All surgeries were performed in a single center by the same surgeon (R.G.). The choice between implants was based on their availability in the Brazilian market. From June 2017 to November 2017, only the iStent trabecular bypass was commercially available for use, while use of the iStent inject device steadily increased after its approval by the Brazilian regulatory agency in November 2017. Since the level of experience can confound surgical outcomes, we excluded the first ten iStent cases and the first five iStent inject cases from this eye cohort. Thus, all eyes included in this study were unaffected by the surgeon's learning curve.
Eligible patients were over 18 years of age and had open-angle glaucoma, cataract requiring surgery, and the need for IOP and/or medication reduction; follow-up data were available for the entire 6 months following surgery. Eyes with missing data, shorter follow-up than 6 months, and/or significant coexisting ocular diagnoses that could confound the effect of the surgery were excluded.
Main effectiveness outcomes included percentage IOP reduction, percentage medication reduction, and proportion of patients achieving different levels of IOP control at the end of the follow-up (IOP \ 18 mmHg, \ 16 mmHg, \ 14 mmHg, or \ 12 mmHg). Safety outcomes included adverse events, secondary surgical interventions, and best-corrected visual acuity (BCVA). IOP was measured by Goldmann applanation, and BCVA was measured using a standard Snellen chart. Proper positioning of the iStent and iStent inject was verified by gonioscopy examination, which was performed both during surgery and at all clinical examinations throughout the follow-up.
Chi-square test and Student's t test were used for the analysis of categorical and numerical variables, respectively. Statistical analysis was performed using SPSS statistical software (IBM Corp., Armonk, NY, USA), with a p value of 0.05 as the threshold for statistical significance.
All procedures were in accordance with the Institutional Review Board of the Paletta Guedes Eye Institute and with the 1964 Helsinki declaration and its later amendments or comparable ethical standards. Given that this was a retrospective outcomes analysis that included only patients from the surgeon's real-world clinical population who already had received treatment, formal clinical trial registration was not required. As it was a retrospective study based on information on the patients' medical records, informed consent from study participants was not necessary.
RESULTS

Demographics and Baseline Ocular Characteristics
A total of 73 eyes met inclusion criteria and comprised the study population. These included 38 eyes receiving an iStent implant and 35 eyes receiving an iStent inject for which 6 months of postoperative follow-up data were available. The mean ± standard deviation age was 70.9 ± 9.0 years. The majority of patients were female (65.8%). Glaucoma stage was early, moderate and advanced in 97.3, 1.4, and 1.4% of study eyes, respectively. Table 1 presents the preoperative comparison between groups. Groups were statistically comparable in baseline IOP, laterality (right or left eye), glaucoma stage, and baseline visual acuity. The two implant groups differed in their mean age (patients receiving the iStent inject device were an average of 8 years older) and the number of medications at baseline (patients receiving the iStent inject device had a higher mean number of medications).
Intraocular Pressure
Mean IOP in the iStent group was reduced from 16.5 ± 3.9 mmHg at baseline to Figure 2 shows the mean IOP through the 6 months of follow-up for the overall eye cohort. Figure 3 and Table 2 show the mean IOP through the 6 months of follow-up for each study group separately. Statistically significant reductions in IOP versus baseline were achieved at all time points in the iStent inject group, and at all but two time points (Days 15 and 30) in the iStent group. IOP distribution into different IOP thresholds at the end of follow-up is shown in Table 3 . Although baseline IOP was statistically similar between groups, at 6 months post surgery, significantly more iStent inject eyes than iStent eyes achieved an IOP of \ 18 mmHg (p = 0.033) and IOP of \ 12 mmHg (p = 0.04). More eyes with the iStent inject implant also achieved the other IOP thresholds at 6 months, but the between-group difference was not statistically significant at these latter thresholds (84.
Medications
In eyes implanted with the iStent device, the mean number of medications reduced from 1.8 at baseline to 0.4 medications at 6 months post surgery (77.8% reduction; p \ 0.001); in eyes implanted with the iStent inject device, medication usage reduced from 2.3 to 0.4 medications over the same time period (82.6% (Fig. 4) . Prior to surgery (i.e. at baseline) 63.1 and 74.3% of eyes in the iStent and iStent inject groups, respectively, were on C 2 glaucoma medications, and 5.3 and 0% of eyes, respectively, were medicationfree (Fig. 5a, b) . By 6 months post surgery, a similarly high number of eyes in both groups had become medication-free (71.1% in iStent eyes and 74.3% in iStent inject eyes; p = 0.482) (Fig. 5a, b) . The medication regimen postoperative was either decreased or maintained versus the preoperative (baseline) regimen for all eyes in both implant groups. Only one eye (2.6%) with the iStent implant had an adverse event during the entire 6 months of follow-up. This one eye had During the follow-up, two eyes with the iStent implant underwent secondary surgery (non-penetrating deep sclerectomy). In one of these eyes, the IOP became elevated after systemic steroid medication was given for asthma; no associated stent malfunction was noted. The IOP remained elevated in this eye despite topical medications, and systemic steroid withdrawal was not medically safe, so the decision was made to undertake surgery. In the second eye, IOP elevation occurred at approximately 2 months post surgery and did not have any known cause or stent malfunction. The patient had dry eye and medication hypersensitivities, so surgery was considered instead of additional medication to manage the IOP. There were no secondary surgeries in the iStent inject group.
DISCUSSION
This real-world, single-surgeon study provides the first side-by-side comparative data on iStent and iStent inject devices in eyes with glaucoma. Outcomes for 6 months following surgery showed favorable safety and meaningful reductions in IOP and medication, with a directional trend toward better outcomes with the iStent inject device versus the iStent device. These findings were achieved in a real-world clinical setting and included all-comers, rather than a selection of only certain patients to yield positive outcomes. This approach allows for greater generalizability to physicians and patients seeking a suitable glaucoma treatment.
Clinically and statistically significant IOP reductions from baseline were observed in both implant groups at Month 6 (p \ 0.001). These reductions are particularly notable given the relatively well-controlled IOP in both groups preoperatively (16.5 and 17.3 mmHg, respectively), which predisposes to modest postoperative IOP reductions [30] .
The postoperative 6-month IOP range of approximately 12.5-14.0 mmHg is also significant given that these ab-interno (inside the eye) stent procedures act on the trabecular outflow pathway, where IOP reaches the physiologic lower limit of episcleral venous pressure. The potential for these trabecular stents to produce IOP reduction is not expected to be as dramatic as suprachoroidal or subconjunctival procedures; however, their trabecular location also underlies their lower safety risks compared to suprachoroidal or subconjunctival surgeries.
Although our limited sample size prevents us from drawing definitive conclusions, directional trends can be discerned in our comparison of the postoperative IOP and medications for the two groups. The IOP reduction in eyes with the iStent inject implant was approximately double that of those eyes receiving the iStent implant (26.6 vs. 15.8%, respectively; p = 0.005). Several factors may contribute to this significant difference. As shown in preclinical studies, and subsequently borne out in the clinical arena [33, 39, 40, [44] [45] [46] [47] , the greatest reduction in IOP and outflow resistance comes from the first stent, with additional stents resulting in incrementally greater reductions in outflow resistance and IOP beyond those achieved by the first.
Both groups in our study were able to reduce their medication burden by over 80%, with a decrease of 1.4 medications in the iStent group and a decrease of 1.9 medications in the iStent inject group. The medication regimen from preoperative (baseline) to 6 months post surgery was either decreased or maintained in all eyes in both groups, and over 70% of eyes in both groups became medication-free by 6 months. The most salient benefits of reducing medication reliance are threefold: (1) medication effectiveness is dependent upon treatment adherence, which is known to be low in the majority of glaucoma patients; (2) topical medications result in local and systemic side effects and ocular surface compromise; (3) and medications carry costs associated with the drops themselves and with the additional caregiving and office visits needed to monitor medication regimens [6] [7] [8] [9] [10] . This latter drawback has been included in several recent population-based cost-effectiveness analyses of iStent surgery, which have shown the durable cost-benefit of stent surgery versus alternative treatment options [48] [49] [50] [51] .
The safety profile of both groups was excellent, corroborating the existing body of evidence showing favorable safety of these devices . All eyes maintained or improved visual acuity from their preoperative (baseline) levels, suggesting no negative impact of stent implantation upon the visual improvement expected with cataract surgery. There were no reports of the complications seen with filtering surgeries, such as hypotony, choroidal detachment, endophthalmitis, bleb-related complications, or infection [12] [13] [14] . During the 6 months of postoperative follow-up, adverse events occurred in the iStent group only, and these were limited and resulted in no sequelae. Two eyes with iStent implants had secondary surgery (non-penetrating deep sclerectomy) due to IOP elevation with no associated stent malfunction. There were no adverse events or secondary surgeries recorded in the iStent inject group.
Although both the iStent and iStent inject devices performed well in this cohort of eyes, the safety and effectiveness outcomes in the two groups suggest a treatment advantage favoring iStent inject over iStent. This advantage may be attributed to several characteristics of the device design. First, the presence of two stents, rather than one, in the trabecular meshwork allows for greater IOP-reducing potential, as shown in prior clinical and preclinical studies. Second, each individual iStent inject stent has four lateral outflow lumens, with the aim to maximize the number of clock-hours accessed for outflow. Finally, the iStent inject implantation procedure is considered to be more straightforward and efficient than that of the iStent, leading to a flatter and shorter learning curve for surgeons. This procedural elegance also conceivably allows for fewer complications with the iStent inject device than with the iStent device, as was observed in this study.
Because all patients underwent combined trabecular microbypass stent-cataract surgery, it was not possible to separate the IOP effect of cataract extraction versus stent implantation. Thus, patients' postoperative outcomes should be understood in the context of expected IOP reductions after phacoemulsification alone. As established in the literature, post-phacoemulsification IOP reduction is estimated to be \ 2 mmHg [52, 53] and/or to be 16.5% reduced [54] versus baseline IOP. Eyes with higher preoperative IOP are known to have greater postoperative IOP reduction [54] . In the present study, the majority of eyes had early glaucoma and relatively well-controlled preoperative IOP (16.5 and 17.3 mmHg in the iStent and iStent inject eyes, respectively), thereby predisposing to smaller reductions during the postoperative period. Despite this modest expectation, the study observed IOP reductions of 2.6-4.6 mmHg in the two groups (p \ 0.001 for both); and equally importantly, these IOP reductions were achieved while also reducing the medication burden by 1.4-1.9 medications in the two groups (p \ 0.001 for both).
Several limitations to our study should be mentioned. There was a modest number of eyes in each group. The study was intended to be a retrospective, non-comparative, preliminary outcomes analysis for iStent and iStent inject technologies in Brazil; however, future research could include prospective comparative trials, trials with larger sample sizes, and/or multicenter trials. All surgeries were completed by a single surgeon, and the groups were drawn from the surgeon's real-life clinical population and thus were not identical; however, this realworld format may enhance applicability to current clinical settings by including a heterogeneous patient base unconstrained by the inclusion/exclusion criteria of traditional product-registration trials. There was no control group of cataract surgery only for comparison to the stent-cataract surgery groups. However, given that IOP and medications are numeric measurements, and medication decisions were made by the same doctor before and after surgery, patients' preoperative IOP and medication number may be considered to be valid comparators for postoperative values. No medication washouts were undertaken, as this could compromise the ocular health of these realworld glaucoma patients. However, given that pre-and post-operative IOP and medications were reported in the same eyes, patients' preoperative values were considered to be reasonable comparators for postoperative efficacy. This study covers outcomes during a 6-month postoperative period, as the iStent and iStent inject devices are relatively new technologies in Brazil. Thus, the results represent some of the first available data available in Brazil and for this surgeon. Future reports may include data with longer periods of follow-up.
CONCLUSIONS
These preliminary real-world data demonstrate significant reductions in IOP and number of anti-glaucomatous eye drops after implantation of either the iStent or iStent inject trabecular micro-bypass stent model. Implantation of the iStent inject device led to higher relative reductions in IOP and medication number and fewer adverse events versus implantation of the iStent device. A prospective study with a larger population and longer follow-up is necessary to validate these findings.
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